American Clinical Neurophysiology Society Guideline 3: A Proposal for Standard Montages to Be Used in Clinical EEG.
This revision to the EEG Guidelines is an update incorporating current electroencephalography technology and practice and was previously published as Guideline 6. A discussion of methodology for the appropriate selection of reference electrodes is added. In addition, montages are added to assist with localization of abnormal activity in mesial frontal and anterior temporal regions.